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Acute  Mountain  Sickness  (AMS)  is  a  failure  to  adapt  to  high  altitude  and  usually  occurs 
at  elevatkms  8,(XX)  feet  or  more.  Although  the  onset  of  this  syndrome  in  any  one  individual 
is  unpredictable,  staging  the  ascent  to  allow  fcv  acclimatization  to  altitude  and  avoiding  over¬ 
exertion  can  prevent  or  reduce  the  severity  of  AMS.  These  precautions  are  probably  not 
realistic  for  the  majmity  of  military  exercises  wd  missions  held  at  high  altitude.  The  ctefinitive 
treatment  for  severe  cases  of  AMS  is  to  take  the  affected  person  to  lower  altitude  (Elnicki  1990, 
Jacobson  1988,  Mountain  1987,  Hamilton  1986  b,  Houston  1984). 

A  spectrum  of  medical  problems  can  occur  in  this  syndrome,  with  one  of  the  most 
frequent  and  serious  conditions  being  cerebral  edema  with  associated  increased  intracranial 
pressure  (ICP)  (Houston  1975,  Wilson  1973,  Singh  1969).  Although  the  exact  etiology  of  the 
edema  and  increased  ICP  is  not  known,  their  progression  to  dangerous  levels  can  occur 
rapidly.  Delayed  recognition  and  treatment  of  this  syndrome  may  likely  lead  to  disability  or 
death,  and  in  fact,  cerebral  edema  is  found  in  the  vast  majority  of  fatal  cases  of  acute  AMS 
(Levine  1989). 

Early  recognition  of  the  increased  ICP  associated  with  cerebral  edema  is  essential  to 
protect  an  individual's  life  as  weU  as  to  help  insure  the  success  of  a  mission  at  high  altitude. 
The  most  commonly-used  techniques  fm:  ICP  measurement  are:  1)  intraventricular  cadieters,  2) 
subarachnoid  or  epidural  pressure  sensors,  or  3)  the  lumbar  puncture  (Luchka,  1991).  Each  of 
these  techniques  is  invasive  and  requires  a  controlled  environment  and  a  skilled  physician  to 
successfoUy  perform  the  procedure.  Currendy,  there  is  not  a  reliable  nonin vasive  technique  to 
noonitor  changes  in  ICP  in  an  uncontrolled  environment . 
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B,  A  Potential  AeousHe  Solution 

The  analysis  of  sound  transmitted  through  a  structure  ot  system  is  a  commonly-used 
engineering  technique  to  assess  underlying  physical  properties.  The  attributes  of  even  highly 
heterogeneous  systems  such  as  the  undersea  environment  can  be  determined  by  probing  the 
system  over  a  wide  range  of  sonic  frequencies  and  measuring  the  acoustic  response.  In  the 
case  of  constrained  structures  such  as  the  human  head,  the  response  to  sound  (or  equivalently, 
vibration)  typically  exhibits  well-defined  spectral  and  spatial  patterns  which  are  determined  by 
the  inherent  geometry,  weight,  pressure,  and  losses  in  a  predictable  manner.  Thus,  it  is  likely 
that  increases  in  ICP  would  be  reflected  in  the  ovoall  acoustical  prq)erties  of  the  head  and  that 
ICP  can  potentially  be  monitored  noninvasively  using  acoustical  techniques. 

C.  Literature  Review 

In  a  preliminary  study  by  Semmlow  and  Fisher  (1982)  using  two  canine  pups,  the 
response  of  the  head  to  low-level  audible  vibratitms  was  observed  to  correlate  with  ICP.  In  the 
protocol,  the  animals  developed  a  chronically  elevated  ICP  over  a  six- week  period  due  to  initial 
autogenous  blood  injections  into  the  cistema  magna,  with  a  maximum  ICP  increase  of  roughly 
11  cm  H2O.  An  electro-mechanical  solenoid  was  employed  before  and  after  increased  ICP 
development  to  introduce  vibrations  into  the  heads  of  the  animals,  and  the  acoustical  responses 
were  measured  on  the  opposite  side  of  the  skull  using  a  contact  accelerometer.  Significant 
alterations  in  the  initial  timing,  frequency  content,  and  temporal  decay  of  the  response  were 
noted  after  increased  ICP  development,  and  the  decay  was  observed  to  be  a  roughly  linear 
fiinctitm  of  ICP.  Although  there  is  no  statistical  significance  of  these  measurements  due  to  the 
small  study  group  and  the  possible  effects  of  skull  growth  over  the  six-week  period  complicate 
die  inteipretation  of  the  results,  the  significant  changes  in  the  measured  acoustical  parameters  of 
the  head  strongly  suggest  a  sensitive  relationship  between  these  (and  possibly  other) 
parameters  and  ICP. 
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The  mechanical  properties  oi  the  head  have  been  studied  extensively  to  understand  the 
effects  of  the  large  farces  and  displacements  associated  with  traumatic  injury.  In  response  to 
these  large  forces,  the  action  of  the  head  is  highly  non-linear  and  significant  structural  damage 
can  often  be  observed.  The  response  of  the  head  to  low-level  acoustical  vibrations,  however, 
has  been  the  tt^ic  of  relatively  few  studies.  To  investigate  the  mechanisms  of  bone-conducted 
sound  on  hearing,  the  human  skull  (Franke  1956)  and  head  (Hakansson  1986,  Franke  1956, 
Bekesy  1951)  have  been  vibrated  using  various  techniques,  and  measurements  of  the  acoustical 
response  performed.  Similar  studies  have  also  been  performed  on  the  human  skull  (Khalil 
1979),  cadaver  head  (Stalnaker  1971,  Gurdjian  1970,  Hodgson  1967)  and  human  head 
(Gurdjian  1970,  Hodgstm  1968)  as  a  prelude  to  further  studies  using  larger  forces. 

Although  each  study  employed  a  unique  range  of  perturbation  forces  and  frequencies, 
measurement  sites,  mechanical  boundary  conditions,  etc.,  some  consistencies  in  the 
observations  are  evident  The  first  consistent  observation  is  that  the  head  exhibits  measurable 
acoustical  resonance  behavior  over  the  frequency  range  between  100  and  2,000  cycles  per 
second  (Hz).  In  this  context  resonance  can  be  loosely  defined  as  the  frequency  at  which  a 
large  acoustical  respcHise  of  the  system  occurs  for  a  given  input  acoustical  perturbation.  For 
various  skulls,  the  first  excitable  (fundamental)  resonance  occurred  at  frequencies  above  500 
Hz,  and  the  effects  of  the  intracranial  tissues  was  to  decrease  the  observed  resonance 
frequencies  by  roughly  a  factor  of  two  to  a  range  of  approximately  250  -  500  Hz.  The 
acoustical  effects  of  the  extracranial  tissues  was  to  slightly  decrease  the  resonance  frequency 
even  further  and  also  to  significantly  increase  the  overall  losses,  or  damping,  of  the  response. 
It  is  clear  from  these  measurements  that  the  exact  locations  of  both  the  transducers  and  the 
mechanical  boundary  (support)  conditions  on  the  head  signiticantly  affect  the  overall  measured 
response.  The  fmner  observation  indicates  that  the  head  exhibits  a  flexural  response  (mode)  to 
the  vibrations  since  as  the  head  flexes  its  measured  response  would  exhibit  strong  spatial 
dependence.  These  flexural  responses  are  also  consistent  with  the  strong  dependence  of  the 
measurements  on  the  mechanical  support  (or  lack  thereof)  employed  for  the  head  in  each  study 
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since  the  exact  flexural  mode  of  a  structure  is  a  strong  function  of  the  imposed  boundary 
conditions. 

To  better  understand  the  cooq)lex  respcxise  of  the  head  to  acoustical  vibrations,  the  head 
has  been  modeled  fit»n  a  theoretical  perspective  as  a  vibrating  spherical  sheU  (Wilkinson  1965 
a,b.  Baker  1961).  A  vibrating  shell  may  exhibit  various  modes  of  vibration  which  are 
dependent  upon  the  ^tial  and  spectral  attributes  of  the  applied  acoustical  perturbation.  For 
example,  there  are  translational  oKxles  (resonances)  that  reflect  bulk  movement  of  the  shell,  so- 
called  spherical  modes  which  can  only  be  excited  via  a  spatially  uniform  perturbation  about  the 
sphere,  and  flexural  modes  of  different  types  which  are  dependent  upon  the  location  of  the 
perturbation,  the  boundary  conditions  which  surround  the  sphere,  and  the  mechanical 
properties  of  the  shell  and  its  interior. 

The  application  of  theories  which  describe  the  spherical  shell  toward  understanding  the 
acoustical  properties  of  the  human  skull  have  met  with  some  success  (Khalil  1982). 
(Comparing  die  predicted  resonance  frequencies  of  fundamental  flexural  modes  fitxn  a  spherical 
model  with  those  observed  in  an  in  vitro  preparation  using  a  human  skull  results  in  an  over¬ 
estimation  of  die  resonance  frequency  by  about  a  factor  of  two.  If  one  assumes,  however,  that 
the  effective  overall  compliance  of  the  skull  is  roughly  50%  greater  than  that  for  an  intact 
sphere  because  of  sutures  and  openings  in  the  skull,  the  measured  resonance  frequencies  are 
predicted  reastmably  well  by  this  approach.  These  findings  suggest  that  while  employing  a 
spherical  geometry  to  model  the  head  is  clearly  a  simplification  of  the  actual  anatomy,  it  may 
provide  some  useful  infOTmation  concerning  the  physical  determinants  of  the  acoustic 
response. 

D.  Goals  of  the  Research  Project 

The  principle  objective  of  this  research  project  was  to  quantitatively  determine  the 
acoustical  properties  of  the  head  and  their  relation  to  ICP.  The  study  incorporated  an  acute 
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ovine  model  in  which  accurate  acoustical  measurements  were  made  as  a  function  of  elevated 
ICP  over  a  wide  pathological  range.  Sophisticated  signal  analysis  and  acoustical  techniques 
were  en^loyed  to  elucidate  the  key  parameters  to  measure  as  sensitive  and  reliable  correlates  of 
ICP.  The  results  provide  a  framework  upon  which  to  develop  a  novel  instrument  that  could  be 
easily  employed  to  noninvasively  monitor  ICP  elevations  in  the  field. 

n.  BODY 
A.  Animal  Surgery 

An  ovine  animal  model  was  employed  to  experimentally  vary  ICP  and  measure  the 
resulting  changes  in  the  acoustical  properties  of  the  head.  This  model  has  been  successfully 
used  in  surgical  studies  of  the  cerebrospinal  fluid  (CSF)  system  (Hamilton  1986  a)  and  was 
chosen  since  its  skull  size  and  shape  facilitated  the  application  of  transducers  to  measure  both 
ICP  and  the  acoustical  response.  An  acute  protocol  that  mimiced  the  clinical  syndrome  found 
in  AMS  and  allowed  for  a  wide  range  of  generated  ICP  in  a  single  animal  was  used. 

As  detailed  in  the  quarterly  progress  reports  on  this  project,  a  total  of  8  sheep  (ovis 
aries)  were  studied.  Complete  acoustical  and  ICP  data  were  obtained  from  four  sheep(#4, 5, 
6,  8),  control  data  at  normal  ICP  was  taken  over  time  in  one  of  the  sheep  (#3),  and  limited  or 
no  data  was  obtained  from  three  sheep  due  to  computer  difficulties  (#1),  intermittent  catheter 
blockage  (#2),  and  hemorrhage  (#7),  during  this  complex  protocol.  Each  sheep  was  fasted  for 
24  hours  with  free-choice  water  before  anesthesia  induction.  Anesthesia  was  induced  with 
pentobarbital  sodium  (Anthony  Products,  Arcadia,  CA)  25  to  30  mg/kg,  too  effect, 
administered  intravenously  and  maintained  with  intravenous  pentobarbital  sodium  and  oxygen 
administered  via  an  endotracheal  tube.  A  ventilator  assisted  respiration.  A  right  femoral 
arterial  catheter  was  placed  for  direct  continuous  physiograph  blood  pressure  monitoring.  The 
sheep  were  place  in  stonal  recumbancy.  A  midline  cranial  incision  was  made  from  the  level  of 
the  medial  canthi  to  2.0  cm  caudal  to  the  external  occipital  protruberance.  Soft  tissues  were 
subpeiiosteally  elevated  and  retracted.  A  hole  was  drilled  and  tapped  at  the  level  of  the  internal 
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Figure  1:  Diagram  of  catheter  and  transducer  locations  on  the  ovine  skull. 
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occipital  ptDtruberance  for  screw  mounting  of  the  shaker  head  (see  Figure  1).  The  external 
bale  cortex  at  diis  level  was  contoured  with  a  bone  burr  to  ensure  maximal  contact  between  the 
shaker  head  and  bone.  Three  accelerometers  were  mounted  on  the  skull  with  screws  placed  in 
drilled  and  tapped  holes  located  on  the  external  occipital  protruberance,  and  on  each  frontal 
bate.  Two  holes  ivere  drilled  and  tapped  for  the  mounting  of  a  wire  frame  to  which  the  inflow 
and  outflow  lines  attached  to  the  ventricular  catheters  would  be  mounted.  None  of  the  six 
holes  that  were  drilled  entered  the  cranial  cavity.  Trephine  holes  (O.S  cm  diameter)  were  then 
made  with  a  bone  burr  in  the  parietal  bone  1.0  cm  caudal  to  the  coronal  suture  and  1.5  cm 
lateral  to  each  side  of  the  mideline  (Pappenheimer  1962).  The  external  dura  mater  remained 
intact.  Teflon  catheters  (Angiocath,  19  gauge,  1  1/4",  Becton-Dickinson,  Sandy,  UT)  were 
modified  by  the  addition  of  2  side  ports.  The  catheters  with  stylets  were  advanced  until  the 
respective  lateral  ventricle  was  penetrated  about  12  to  IS  mm  ventral  to  the  external  dura. 
Removal  of  the  stylet  and  return  to  the  catheter  hub  of  cerebrospinal  fluid  (CSF)  confirmed 
placement  of  the  catheters.  The  catheters  were  held  in  position  with  epoxy  (5  Minute  Epoxy 
Gel,  Devion  Ck)rp.,  Davners,  MA).  The  wire  frame  was  attached  to  the  skull  with  screws. 
After  attaching  the  catheter  hubs  to  their  respective  inflow  and  outflow  lines,  the  lines  were 
secured  to  the  frame  with  silk  ties.  This  prevented  the  weight  of  the  lines  from  contributing  to 
kinking  of  the  ventricular  catheters. 

Needle  trocarization  was  performed  as  necessary  during  the  protocol  to  relieve  ruminal 
tympany.  At  the  completion  of  each  experiment,  while  each  sheep  was  under  general 
anesthesia,  potassium  chloride  was  administered  and  the  ECG  tracing  monitored  until  all 
cardiac  activity  was  stopped. 

B.  Measurement  and  Control  of  Intracranial  Pressure 

The  tubing  from  the  catheters  leading  to  each  lateral  ventricle  was  connected  to  an 
infusion  pump  (model  994,  Harvard  Apparatus)  and  a  pressure  transducer  (model  CDX,  Cobe 
Laboratories).  Initially,  the  infusion  rate  of  artificial  CSF  (Lactated  Ringer's  Injection  USP, 


Baxter  Heathcare,  Deerfield,  IL)  was  set  extremely  low,  0.00494  ml/min,  so  as  to  not  elevate 
ICP  but  yet  insure  catheter  patency.  The  output  of  each  pressure  transducer  was  monitored 
using  a  chart  recorder  (model  Physiograph  CPM,  Narco  Biosystems)  and  both  cardiac  and 
respiratory  variations  as  well  as  agreement  between  ICP  values  were  noted.  One  of  the 
catheters  was  chosen  at  random  as  the  channel  where  the  infusion  rate  would  be  increased  to 
elevate  ICP,  and  the  ICP  signal  from  the  other  catheter  was  connected  to  the  computer  for 
subsequent  measurement.  In  this  manner,  ICP  v/as  elevated  in  a  controlled  manner  via 
infusion  into  one  lateral  ventricle  and  measured  via  a  catheter  in  the  other  ventricle.  Infusion 
rates  up  to  0.494  ml/min  were  used  during  the  protocol  to  allow  acoustical  measurements  to  be 
made  at  roughly  5  cmH^O  increments  in  ICP,  up  to  a  maximum  value  of  approximately  100 
cmHaO. 

C.  Acoustic  Measurements  and  Signal  Processing 

To  elicit  measurable  vibrations  of  the  head,  noise  with  equal  energy  at  frequencies 
between  100  and  10,000  Hz  was  generated  (model  WSB-100,  (JuaTech),  amplified  (model  NS 
B-2,  Yamaha)  and  input  to  an  electromechanical  shaker  (model  203,  Ling).  The  shaker  was 
mounted  in  a  free-standing  frame  (see  Figure  2)  that  also  served  to  immobilize  the  ovine  head 
and  thereby  insure  no  bulk  translation  in  response  to  the  vibrational  excitation.  The  shaker 
armature  was  ccmnected  to  the  proximal  end  of  an  impedance  head  (model  Z1 1,  Wilcoxen)  that 
measures  both  force  and  acceleration,  with  the  distal  end  mounted  in  the  skull.  The  force  and 
acceleration  signals  from  the  impedance  head  along  with  the  signals  from  the  three 
accelerometers  mounted  at  the  other  skull  locations  (model  303A,  PCB)  were  amplified  using 
charge  (model  422D03,  PCB)  and  voltage  (model  483B07,  PCB)  amplifiers  and  then  bandpass 
frltered  (4-pole  Butterworth  type)  with  cutoff  frequencies  of  50  and  10,000  Hz.  Each  of  the 
five  acoustic  signals  (one  force  and  foiu'  acceleration)  were  digitized  with  the  ICP  signal  at  a 
rate  of  32,768  samples/sec  (model  DAS-16F,  Metrabyte)  for  a  duration  of  1  s. 
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To  simplify  the  interpretation  of  the  signal  processing  (Labview,  National  Insturments), 
the  four  acceleration  signals  (i  =  0, 1, 2,  3)  were  considered  as  outputs  and  processed  relative 
to  the  force  signal  input.  Initially,  the  coherence  a(f)  between  each  output  and  the  input  was 
estimated  and  found  to  be  very  close  to  unity  (>  0.95)  over  the  entire  frequency  f  range  of  the 
excitation  and  measurements.  This  finding  indicates  a  strong  linear  dependence  of  the 
acceleration  response  of  the  skull  to  low-amplitude  audible  vibrations  as  well  as  a  high  signal  to 
background  noise  ratio  of  the  measurements. 

The  output  acceleration  signals  were  each  digitally  integrated  (summed)  to  form  the 
equivalent  velocity.  Spectral  estimates  of  the  velocity  of  each  output  Vi(f)  and  the  input  force 
F(f)  were  poformed  using  the  method  described  by  Welch  (Kay  1988).  In  particular,  each 
time-domain  digital  signal  was  parsed  into  14  epochs  of  4096  samples  in  duration  with  50% 
overlap  between  successive  epochs,  windowed  with  a  Hanning  function,  transformed  to  the 
frequency  domain,  and  then  averaged  to  form  the  spectal  estimate.  Calibration  and  mass  data 
from  each  transducer  were  used  to  minimize  transducer  sensitivity  differences  and  loading 
effects,  respectively. 

The  absolute  transfer  in^)edance  Zi(f)  =  F(f)/Vi(f)  to  each  output  site  was  calculated  and 
placed  in  magnitude  I  Zi(f)  I  and  phase  ^  Zi(f)  form.  Zi(f)  is  a  measure,  as  a  function  of 
frequency,  of  the  relationship  between  the  applied  force  and  the  resulting  velocity.  To  assess 
how  Zi(f)  changed  with  elevations  in  ICP,  the  relative  impedance  magnitude  I  Zi(f,  ICP)  I  and 
phase  ^  Zi(f,  ICP)  with  respect  to  the  estimates  at  normal  ICP  were  determined 


|Z,(f.ICP)| 


|Zi(f.lCP)| 
|Zi(f,  normal  ICP)| 


^  Zi(f,  ICP)  =  ^  Zi(f,  ICP)  -  ^  Zi(f,  normal  ICP) 
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Changes  in  the  relative  spectral  magnitude  or  phase  can  be  quantified  in  numerous  ways 
such  as  calculating  heights  of  spectral  peaks  or  valleys.  However,  these  measures  fail  to  yield 
consistent  results  if  the  exact  spectral  shapes  or  peak  locations  change  -  as  was  observed  to  be 
the  case  for  ICP  induced  spectral  changes.  Ihus,  we  decided  to  quantify  the  changes  in  each 
magnitude  and  phase  spectra  by  calculating  the  standard  deviation  of  each  over  specific 
frequency  bands.  In  this  context,  since  Zi(f,  ICP)  is  relative  to  that  at  normal  ICP,  the 
standard  deviation  represents  a  global  measure  of  the  spectral  energy  in  the  band  due  to  ICP 
evelation  that  is  not  sensitive  to  the  exact  spectral  shape.  This  measure  was  observed  to  follow 
a  roughly  linear  trend  with  ICP  up  to  20  cmH20  above  normal.  Thus,  a  least-squares 
minimization  procedure  was  used  to  fit  a  line  passing  through  the  origin  to  represent  the 
standard  deviation  vs.  ICP  elevation  data.  The  correlation  coefficient  and  slope  of  this  line 
were  examined  to  assess  the  linearity  and  variability  of  the  acoustic  response  to  ICP. 

D.  Results 

A  representative  set  of  absolute  impedance  spectral  estimates  in  magnitude  I  Zi(f)  I  and 
phase  ^  Zi(f)  form  for  the  4  measurements  sites  at  normal  ICP  is  shown  in  Figure  3.  The 
phase  change  from  slightly  positive  to  negative  in  the  driving  point  impedance  at  very  low 
frequencies  is  consistent  with  the  study  by  Hakansson  (1986)  where  the  acoustic  response  of 
the  skull  was  modeled  as  a  simple  resonant  structure  with  mass,  resistance  and  compliance. 
Also  at  very  lower  frequencies,  all  of  the  respemses  have  similar  phases  indicative  of  nearly  in- 
phase  vibrational  motion  of  the  entire  head.  At  higher  frequencies,  the  relative  motion  of  the 
sites  becomes  out  of  phase  indicating  that  the  head  exhibited  a  flexural  response  to  the 
broadband  excitation.  Eliciting  a  flexural  response  was  a  key  goal  of  the  experimentation,  and 
to  our  knowledge  represents  the  first  experimental  measurements  of  this  phenomenon.  This 
finding  lead  us  to  focus  our  subsequent  analysis  on  frequencies  above  1000  Hz  where  flexural 
modes  occur  and  where  we  had  hypothesized  that  the  response  would  be  most  sensitive  to 
changes  in  ICP. 


Impedance  Phase  (deg|  Impedance  Magnitude  (Nsec/m] 
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Hguie  4  {fepicts  a  representative  magnitude  of  the  relative  transfer  impcdaace  to  the  #1 
site,  I  S  i(f,  ICP)  I,  as  a  fuitction  of  frequency  and  elevated  ICP  in  a  three-dimensional  plotting 
form.  At  normal  ICP,  I  Z  i(f,  ICP)  I  is  unity  at  all  frequencies  representing  the  reference 
spectrum.  As  ICP  increases,  a  number  of  obsovable  spectral  changes  occur  in  proportion  up 
to  about  20  cmH20  above  normal  where  the  responses  reach  a  plateau  and  do  not  change 
further.  The  magnitude  of  the  maximum  spectral  changes  are  roughly  50%  of  the  normal  ICP 
spectral  value  of  unity  and  are  reliably  measured  given  the  accuracy  of  the  instrumentation  and 
the  signal  processing.  These  changes  do  not  occur  over  time  if  ICP  is  not  elevated  as  observed 
in  the  ccrntrol  sheep.  In  the  control  case,  even  after  3  hours  of  elapsed  time  the  spectral  values 
were  within  4%  of  unity  over  the  entire  frequency  range. 

Similar  spectral  changes  in  proportitxi  to  ICP  were  observed  in  the  phase  of  the  relative 
transfer  inq)edance,  ^  Z  j(f.  ICP).  Figure  S  shows  the  phase  spectra  as  a  function  of  ICP  for 
the  same  subject  and  site  as  in  Rgure  4.  The  resultant  phase  changes  are  m^ureable  and  also 
do  not  change  significantly  after  ICP  reaches  roughly  20  cmH20  above  normal.  Thus,  it 
appears  as  though  nearly  equivalent  ICP  infemnation  is  contained  in  both  the  magnitude  and 
phase  of  the  acoustic  response  from  a  particular  measurement  site. 

Extraction  of  the  standard  deviation  as  a  measure  of  spectral  change  from  either 
I  Zi(f,  ICP)  I  cn:  ^  Zi(f,  ICP)  over  designated  frequency  bands  yielded  a  reliable  and  sensitive 
index  of  ICP.  Plots  of  the  standard  deviation  vs.  ICP  elevation  derived  from  the  relative 
magnitude  and  phase  spectra  in  each  sheep  over  the  4000  -  7000  Hz  frequency  range  are 
presented  in  Figures  6  (magnitude)  and  7  (phase).  A  linear  trend  with  ICP  is  observed  and  the 
correlation  coefficients  approach  unity  (>  0.92)  in  each  case  and  for  the  group.  Table  A 
summarizes  the  dynamics  of  this  particular  variable  for  the  4  sheep  in  which  complete  data 
were  obtained.  Although  the  exact  range  of  ICP  values  over  which  a  linear  trend  is  found 
varied  across  sheep,  high  overall  correlations  between  this  acoustic  variable  and  ICP  were 
observed. 


STANDARD  DEVIATION  OF  RELATIVE  MAGNITUDE 


Hgare  6:  Standaid  deviation  of  relative  magnitude  at  mid  fiequencies  vs.  ICP  for  the  4  sheep 
studied.  The  line  through  the  origin  represents  a  least-squares  fit  to  the  data. 


STANDARD  DEVIATION  OF  RELATIVE  PHASE 
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I 


ICP  ELEVATION  [cm  H20] 


Hgure  7:  Standard  deviation  of  relative  phase  at  mid-frequencies  vs.  ICP  for  the  4  sheep 
studied.  The  line  duou^  die  migin  reinesents  a  least-square  fit  to  the  data. 
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SHEEP 

MAGNITUDE 

PHASE 

Slope 

Corr.  Coef. 

Slope 

Cott.  Coef. 

4 

0.94 

0.95 

0.46 

0.95 

5 

0.42 

0.95 

0.30 

0.97 

6 

0.47 

0.93 

0.30 

0.92 

8 

0.38 

0.93 

0.23 

0.92 

GROUP 

0.48 

0.92 

0.30 

0.95 

Table  A.  Sensitivity  (slopes)  and  correlation  coefficient  data  for  each  sheep  and  the  study 
group. 

E.  Discussion 

The  goal  of  deiennining  if  and  to  what  degree  the  acoustic  response  of  the  head  changes 
with  elevations  in  ICP  was  accomplished  in  this  study.  The  broadband  excitation  elicited  a 
flexural  response  that  exhibited  numerous  changes  with  ICP  up  to  20  cmH20;  a  clinically 
significant  range.  Subsequent  data  analysis  showed  that  at  least  one  extractable  acoustic 
parameter,  the  standard  deviatitm  over  middle  fiequencies,  correlated  well  with  ICP. 

The  experimental  protocol  presented  a  number  of  challenges  that  were  overcome  during 
the  study.  Correct  catheter  placement  near  the  center  of  the  lateral  ventricle  was  essential  to 
insure  catheter  patency.  The  attachment  of  pun:q)s  for  infusion  at  very  slow  rates  immediately 
afto*  placements  also  acted  to  keep  the  catheters  patent  However,  the  possibility  remains  that 
this  procedure  caused  some  increase  in  ICP  above  normal  to  occur  before  the  acoustic 
measurements  began.  This  may  explain  why  the  acoustic  respcmse  reached  a  plateau  earlier  in 
smne  of  the  sheep,  as  their  ICP  may  have  been  prematurely  elevated  to  some  degree.  This 
phenomenon  was  evident  in  sheep  #7  where  a  surgical  error  caused  a  hemhorrage  that 
increased  the  baseline  IdP  to  almost  45  cmH20.  Changes  in  the  acoustic  response  of  this 
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•niniAl  due  to  small  ICP  elevations  above  diis  bi^  baseline  were  relatively  diminished,  as  was 
observed  in  the  resptmse  plateau  of  the  other  sheep.  Thus,  the  data  frrai  this  sheep  was  not 
included  in  any  subsequent  analysis. 

The  use  of  the  specially-constructed  shaker  mount  and  frame  was  necessary  to  insure 
that  the  weight  of  the  shaker  did  not  significantly  load  the  skull,  and  that  there  was  no  bulk 
movement  of  the  animals  head.  Also,  tapping  a  hole  in  the  skull  and  using  epoxy  for  each 
transducer  attachment  provided  direct  measurements  of  the  skull’s  vibration  without  the 
potentially  confounding  effects  of  the  extracranial  tissues. 

The  observed  acoustic  responses  were  a  strong  function  of  frequency  and  a  weaker 
function  of  the  measurement  site.  There  appeared  to  be  three  regions  (which  were  tamed  low, 
mid,  and  high)  of  relative  spectral  changes  that  correlated  with  elevations  in  ICP.  The 
analytical  focus  was  placed  on  the  mid  range  primarily  because  we  had  hypothesized  that 
flexural  noodes  of  the  head  might  be  most  effected  by  ICP  changes.  Initially,  a  number  of 
acoustic  parameters  such  as  peak  height  were  extracted  and  related  to  ICP,  but  the  standard 
deviation  measure  proved  most  robust  since  it  was  less  sensitive  to  the  exact  relative  spectral 
shape  changes  with  ICP,  and  was  also  computationally  simple  to  determine.  As  is  evident  by 
the  wealth  of  acoustic  spectral  changes  diat  occurred  as  presented  in  the  Appendix,  there  may 
be  other  extractable  measures  diat  will  prove  to  be  even  more  reliable  and  sensitive  indicies  of 
elevated  ICP. 

Relating  the  measurable  response  of  the  head  directly  to  underlying  structural  changes 
due  to  ICP  elevation  is  difficult  at  frequencies  above  1(X)0  Hz.  However,  the  general  trend  of 
increasing  impedance  magnitude  with  ICP  suggests  that  the  overall  stiffness  of  the  head 
increased  m  proptntion  as  would  be  predicted  from  a  simple  spherical  shell  model.  The 
response  plateau  above  roughly  20  cmH20  of  pressure  increase  caimot  be  explained  simply 
through  this  interpretation  though,  and  this  suggests  that  small  pressure  elevations  resulted  in 
some  net  expansion  or  relative  movement  of  the  skull  and  brain  which  stops  after  reaching  an 
elastic  limiL  Furtha  investigations  into  tiie  meastired  response,  especially  at  Iowa  frequencies 
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where  more  direct  ties  to  structure  can  be  made,  are  iweded  to  fiilly  understand  and  intopret 

these  positive  findings. 

m.  CONCLUSIONS 

AlduMigh  it  is  clear  that  measurable  acoustic  parameters  owrelate  well  with  elevations  in 

ICP,  a  number  of  key  efforts  are  necessary  to  detennine  the  clinical  utility  of  this  method. 

1.  Further  processing  of  the  acoustic  data  to  quantitate  the  spatial  effects  of  the  response.  This 
effrat  will  determine  if  spatially  separated  vilvation  excitation  and  measurement  sites  are 
required,  or  if  one  anatomical  site  can  be  used  for  both  and  thereby  simplify  the 
measurement  sysrem. 

2.  Measurement  of  the  effects  of  the  scalp  tissues  overlying  the  skull  on  the  vibrational 
respmise.  As  these  tissues  have  been  observed  to  exhibit  a  highly-damped  low  pass 
respcmse,  the  ability  to  measure  the  response  on  the  scalp  at  high  frequencies  needs  to  be 
assessed.  This  informaticMi  could  be  obtained  in  the  same  ovine  animal  model  used  in  this 
research  project,  with  additicmal  measurements  noade  simultaneously  on  the  scalp.  Also, 
the  advantages  of  excitaticm  and/or  measurements  on  bony  structures  such  as  the  upper 
teeth  could  be  readily  assessed. 

3.  Investigation  of  the  utili^  of  inqnilsive  or  sinusoidal  excitation  and  subsequent  time  domain 
data  analysis  to  extract  acoustic  variables  that  correlate  well  with  elevations  in  ICP.  These 
methods  have  the  advantage  of  being  experimentally  and  computationally  simpler  than 
using  noise  excitation  and  spectral  estimation,  but  in  general  do  not  elicit  the  wealth  of 
informaticm  that  was  observed  in  this  study. 

4.  Design  and  ctHistractkm  of  a  vibration  excitatioi  and  measurement  device  that  can  easily  be 
attached  to  and  used  on  the  intact  head.  Initial  designs  would  need  to  be  evaluated  to 
detmnine  their  effect  cm  such  factcns  as  sensitivity,  bandwidth  and  reproducibility,  and  this 
would  be  acccmiplished  using  the  ovine  model.  Subsequent  design  improvements  to 
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facilitate  use  and  patient  comfot  would  be  validated  through  measurements  on  healthy 
human  subjects. 

5 .  Qinical  testing  of  the  device  using  neurosurgical  patients  who  have  direct  ICP  monitoring. 
We  have  had  discussions  with  physicians  in  both  the  Neurological  Surgery  and  Neurology 
DqHutments  at  Indiana  University  Medical  Center,  and  they  have  agreed  to  collaborate  with 
us  on  the  clinical  stages  of  this  research.  Comparisons  between  acoustically  estimated  ICP 
with  direct  measurements  fcM*  various  pathologies  would  define  the  clinical  scope  of  the 
methods  capaUlities. 

These  five  key  efforts  would  develop  and  refine  this  technology  into  a  device  that  would 
reliaUy  and  noninvasively  quantify  ICP  elevations  in  afflicted  soldiers. 
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V.  APPENDIX 

The  organization  of  this  appendix  is  as  follows.  For  each  sheep  (#4,  5,  6  or  8),  the 
relative  spectra  at  a  particular  site  (driving  point,  1,  2  or  3)  is  presented  first  in  terms  of 
magnitude.  After  each  relative  magnitude  spectral  plot,  the  frequency  range  over  which  the 
standard  deviation  was  extracted  is  highlighted  in  bold,  followed  by  a  plot  of  the  dependence  of 
the  standard  deviation  upon  ICP.  As  noted  in  the  body  of  this  report,  this  parameter  correlated 
well  with  ICP  elevation  up  to  roughly  20  cmH20  above  normal  and  reached  a  plateau  at  higher 
frequencies.  This  same  procedure  is  used  to  present  the  magnitude  data  over  various  frequency 
ranges  (low,  mid  or  high).  The  phase  spectra  and  resultant  standard  deviation  measures  are 
then  presented  in  the  same  progression. 
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